[Blood loss in dialysis in repeatedly used capillary dialysators].
The blood losses increase to the twofold to threefold by capillary dialysators C-DAK 4 and C-DAK 5 are about 6.8 ml and 26 ml, respectively, in the first use. In repeated use of the C-DAK 4 the blood losses by the C-DAK 5, however, are so high that it is not to be advised to use them manifold under our conditions of dialysis. By an increase of the reperfusion quantity from 150 to 250 ml of electrolyte solution for one C-DAK 4 blood losses may considerably be reduced. In a parallel switching of two C-DAK 4 each exemplar should be perfused individually.